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Blanks
Blanks ICP_MS
The following samples have analyte resuits greater than or equal to MDLs but equal to CRQLs. The associated ICB analyte results are greater than or
NCBO01 equal to MDLs but less than or equal to CRQLs. Detected analytes are qualified U. Nondetected analytes are not qualified. Sample results are
reported at CRQLSs.

Blanks

i dual to CRQLs. The associated CCB analyte results are greater than or
iNCB02 iequal to MDLs but less than or equal to CRQLs. Detected analytes are qualified U. Nondetected analytes are not qualified. Sample results are
i ireported at CRQLS.

Blanks ICP_MS

NCBO06 The following samples have no detected analytes. The associated CCB analyte results are less than or equal to -MDLs but greater than or equal to
-CRQLs. Use professional judgment to qualify detected and nondetected analytes.

MF4R60L, MF4RA6, MFAR46, MFAR57, MFARBO, MFARB1, MF4R58, MFARB2, PBW, MF4R59, MF4R53, MF4R05, MF4R39, MF4R60, MF4R54,
: MF4R06, MF4R40, MF4AR60D, MFARA4

Vanadium MF4R60L , MF4RA6 , MF4R46 , MFAR57 , MFARBO , MFARBI , MF4R58 , MFARB2 , PBW , MF4R59 , MFAR53 , MF4R05 , MF4R39 ,
MF4R60 , MF4R54 , MF4R06 , MF4R40 , MF4R60D , MFARA4

Blanks ICP_MS

The following samples have analyte results greater than or equal to MDLs The associated CCB analyte results are less than or equal to -MDLs but

ND16 greater than ted and nondetected analytes.
MF4R60S, , MF4R58, MF4RB2, MF4R59, MF4R53, MF4R05, MF4R39, MF4R60,
MF4R54 ‘.M.Eftﬁ.(?@...M.Ef'.ﬁﬂ.(?.‘..'.\../.'f..”rﬁﬁ?.‘.M.Eﬁ‘R?QQ...MfﬂRﬁﬁ‘.‘M.Ef?.ﬁf‘.?..Mf.‘.‘..RA5
Vanadium MF4R60S
Calcium  MF4R60L , MFARAG , MF4R46 , MFAR57 , MF4RBO , MF4RB1 , MF4R58 , MF4RB2 , MFAR59 , MF4R53 , MF4R05 , MFAR39 , MF4R60
. MFARS4 , MF4R06 , MF4R40 , MFARAS , MFARGOD , MFAR60S , MFARAG , MFAR4AS | MPARAS

Blanks ICP_MS
NDO5 The foIIoWiHé"éle'{ﬁ*if)'iéé‘Hé\'\')'é"éﬁ'éllﬁél'fééuu'i'tléllélfééfélr'"t'ﬁléﬁléﬁd[é """ The associated ICB analyte results are greater than or equal to MDLs but less than or

equal to CRQLs. Use professional judgment to qualified detected and nondetected analytes.

LCS, MFARA3, MFARAS, MF4R57, MF4R53, MF4R59, MF4R39, MFAR45, MFAR60S, MF4R58, MFARB2, MF4R40, MFARA4, MFARAS,
MF4R60L, MF4R46, MFARBO, MF4RB1, MF4R05, MF4R60, MF4R54, MF4R06, MF4AR60D
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Blanks

Blanks ICP_MS

Nickel MF4R57 , MF4R60S

Potassium MF4R60L , MFARAG , MF4R46 , MFAR57 , MFARBO , MFARBI , MF4R58 , MF4RB2 , MF4R53 , LCS, MF4R59 , MF4R05 , MFAR39 ,
MF4R60 , MF4R54 , MF4R06 , MF4R40 , MF4R60D , MF4ARA3 , MF4R60S , MF4ARA4 , MF4R45 , MFARAS

Copper MF4RAG6 , MF4R46 , MFARB1 , MF4RBO , MFARB2 , MF4R58 , MF4R53 , MF4R59 , LCS', MF4R39, MF4R60 , MFAR54 , MF4R06 ,
| MF4R40 , MFARA3 , MFAR60D , MFARA4 , MF4R45 , MF4R60S , MFARAS

Zinc MF4R46 , MF4RA6 MF4RBO , MFARB1 , MFAR58 , MFARB2 , MFAR59 , MFAR53 , LCS , MF4R05 , MF4R39 , MF4R60 , MF4R54
MF4R06 , MF4AR40 , MFARA3 , MF4R60D , MFARA4 , MF4R45 , MFARAS

Magnesium MF4R60L , MFARAG6 , MF4R46 , MF4R57 , MF4RBO , MFARB1 , MF4RB2 , MF4R58 , MF4R59 , MFAR53, LCS , MF4R05 , MF4R39 ,
MF4R60 , MF4AR54 | MF4R40 , MF4R06 , MF4AR60D , MFARA3 , MF4R60S , MF4R45 MF4RA4 MF4RAS

Iron MF4RAG6, MFAR46 , MFARB1 , MF4R57 , MFARBO , MF4RB2 , MF4R58 , MFAR53 , MF4R59 , LCS , MF4R05 , MFAR39 , MF4R60 |
MF4R54 , MF4R06 , MFAR40 , MF4RA3 , MF4R60D , MFARA4 , MF4R45 , MFAR60S , MFARAS

Blanks ICP_MS

The following samples have analyte results greater than or equal to MDLs but less than CRQLSs. The associated CCB analyte results are greater than or
NDO04 equal to MDLs but less than or equal to CRQLs. Detected analytes are qualified U. Nondetected analytes are not qualified. Sample results are
elevated at CRQLs.

MF4R45, MF4RBO, MF4R58, MF4R05, MF4R40, MF4R60D, MFARA4, MFAR60L, MF4R46, MF4R60, MF4R54, MFAR06, MFAR57, MFARBI,
MF4RB2, MF4AR53, MFARAG, MF4R59, MF4R39, MFARA3, MF4RAS5

Chromium MF4R46 , MF4R05 , MF4R60 , MF4R54 , MF4R06 , MF4R60D , MF4AR60L

Nickel MF4R60L




Thu, 9 Jun 2011 16:45:41
National Functional Guidelines Report #03

Lab CHEM(Chemtech Consulting Group) SDG MF4R39  Case 41344  Contract EPW09038 Region 6 DDTID 123021 SOW ISM01.2
Data Review Reports

Blanks

Blanks

Aluminum  MF4R57 , MFAR58 , MFAR53 , MFARB2 , MFAR05 , MFAR60 , MFAR54 | MFAR39 , MF4R06 , MF4R40 , MFARA3 , MF4R45
MF4RAS5 , MF4R46 , MFARAG

Manganese MF4RAG , MF4R46 , MF4R57 , MFARB1 , MF4RB2 , MF4R59 , MF4R39 , MF4R60 , MF4R40 , MFAR06 , MF4R60D , MFARA3,
| MF4ARA4 , MFARAS

Blanks ICP_MS

The following samples have analyte results greater than or equal to MDLs but less than CRQLSs. The associated ICB analyte results are greater than or
NDO03 equal to MDLs but less than or equal to CRQLs. Detected analytes are qualified U. Nondetected analytes are not qualified. Sample results are
elevated to CRQLSs.

MF4R45, MF4RBO, MF4R58, MF4R05, MF4R40, MFAR60D, MFARA4, MFAR60L, MF4R46, MFARG0, MF4R54, MFAR06, MF4R57, MFARB1,
MF4RB2, MFAR53, MF4R59, MF4R39, MFARA3, MFARAS, MFARAG

Cobalt MF4R46 , MFARBO , MF4RB1 , MFAR58 , MFARB2 , MF4R53 , MFAR59 , MFAR05 , MFAR39 , MFAR60 , MF4R54 | MF4R06 , MF4R40 ,
MF4R60D , MFARA3 , MFARA4 , MF4R45 , MF4R60L , MFARAS , MFARAG

Aluminum  MF4R57 , MFAR58 , MFAR53 , MFARB2 , MFAR05 , MFAR60 , MFAR54 | MFAR39 , MF4R06 , MF4R40 , MFARA3 , MF4R45
MF4RAS5 , MF4R46 , MFARAG
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Blanks

Blanks

Manganese MF4RAG6 , MF4R46 , MF4R57 , MF4ARB1 , MF4RB2 , MF4R59 , MF4R39 , MF4R60 , MF4R40 , MFAR06 , MFAR60D , MFARAS ,
: MFARA4 , MFARAS

Blanks ICP_MS

The following samples have analyte results greater than CRQLs. The associated CCB analyte resuilts are greater than or equal to MDLSs but less than or
equal to CRQLs. Use professional judgment to qualified detected and nondetected analytes.

NDO6

LCS, MF4RA3, MFARAB, MF4R57, MF4R53, MF4R59, MF4R39, MFAR45, MFAR60S, MF4R60L, MFAR58, MFARB2, MF4R40, MFARA4,
MF4RAG6, MF4R46, MFARBO, MF4RB1, MF4R05, MF4R60, MF4R54, MF4R06, MFAR60D

Chromium MF4R57 , MF4R58 , MFARB2 , MFAR53 , MF4R59 , LCS , MF4R39 , MFAR40 , MFARA3 , MFARAZ | MF4R45 , MF4R60S , MFAR60L
MF4RAS5 , MFARAG

Nickel MFAR60L , MFARAG , MFAR46 , MFARBO , MFARB1 , MFAR58 , MFARB2 , MF4R53, LCS, MF4R59 , MF4R05 , MF4R39 , MF4R60
MF4R54 , M MF4ARAS

Potassium . MF4R58 | MF4RB2 , MF4R53 , LCS, MF4R59 , MF4R05 , MFAR39 ,
MF4R60 , MF4R54 MF4R06 MF4R40 MF4R60D MF4RA3 MF4R60$ MF4RA4 , MF4R45 , MF4RAS

Copper MFARAG , MF4AR46 , MF4RB1 , MFARBO , MFARB2 , MF4R58 , MFAR53 , MF4R59 , LCS, MF4R39, MFAR60 , MFAR54 , MFAR06 ,
MF4R40 , MFARA3 , MF4R60D MF4RA4 MF4R45 , MF4R60$ MF4RAS5 , MFAR60L

Sodium  MF4R60L , MF4RA6 , MFAR46 , MF4R57 , MFARBO , MFARB1 , MFARB2 , MFAR58 , LCS , MF4R59 , MF4R53, MFAR05 , MF4R39,
| MF4R60 , MF4R54 , MFAR06 , MF4R40 , MF4RA3 | MFAR60D , MF4R60S , MFARA4 , MF4RAS5 , MF4ARAS

;Barlum MF4RBO , MF4RB1 , MFAR57 , MFAR58 , MF4R53 , MF4RB2 , MFAR59 , MF4R05 , LCS , MF4R60 , MFAR54 , MFAR39 , MFAR06 ,
{ MF4R40 , MF4R60D , MF4RA3 , MF4R45 , MFARA4 , MF4R60S , MF4R60L , MF4RAS , MF4R46 , MF4ARA6

Thallium LCS, MF4R60S
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Blanks

Blanks ICP_MS

Magnesium MF4R60L , MFARAG6 , MF4R46 , MF4R57 , MFARBO , MF4RB1 , MF4R58 MF4RB2 , MF4R59 , MF4R53 , LCS , MF4R05 , MF4R39,
MF4R60 , MF4R54 , MF4R40 , MF4R06 , MF4R60D , MF4ARA3 , MF4R60S , MF4R45 MF4RA4 , MF4RA5

Iron MFARA6 , MF4R46 , MF4RB1 , MFAR57 , MFARBO , MFARB2 , MF4R58 , MFAR53, MFAR59 , LCS , MF4R05 , MF4R39 , MF4R60 ,
MF4R54 , MFAR06 , MF4R40, MF4RA3 MF4R60D , MFARA4 , MF4R45 MF4R60S , MF4RAS , MFAR60L

Blanks ICP_MS

ND15 The following samples have analyte results greater than or equal to MDLs. The associated ICB analyte results are less than or equal to -MDLs but
greater than or equal to -CRQLs. Use professional judgment to qualify detected and nondetected analytes.

MF4R60L, MFARA6, MF4R46, MFAR57, MFARBO, MF4RB1, MF4R58, MF4ARB2, MF4R59, MF4R53, MF4R05, MF4R39, MF4R60, MF4R54,
MF4R06, MF4R40, MF4ARA3, MF4AR60D, MF4R60S, MFARA4, MF4R45, MF4RAS

Calcium MF4R60L , MFARAG , MFAR46 , MF4R57 , MF4RBO , MFARB1 , MFAR58 , MFARB2 , MF4R59 , MFAR53 , MFAR05 , MFAR39 , MFAR60
, MF4R54 , MFAR06 , MF4R40 , MFARA3 , MFAR60D , MFAR60S , MFARA4 , MF4R45 , MFARAS
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Detection Limit

Detection Limit ICP_MS

NDL1 The following samples have results greater than or equal to MDLs but less than CRQLs. Detected analytes are qualified J.

MF4R45, MF4R60L, MFARBO, MF4R58, MF4R05, MF4R40, MFAR60D, MFARA4, MF4R46, MF4R60, MFAR54, MFAR06, MFAR57, MFARBT,
MF4RB2, MF4R53, MF4ARAG, MF4R59, MF4R39, MFARA3, MF4RAS5

Nickel MF4R60L

Cobalt MF4R60L , MFARA6 , MFAR46 , MFARBO , MFARB1 , MF4R58 , MFARB2 , MF4R59 , MF4R53 , MF4R05 , MFAR39 , MFAR60 , MFAR54 |
MF4R06 , MF4AR40 , MFARA3 , MF4R60D , MFARA4 , MFAR45 , MFARAS

Aluminum  MF4R46 , MFARAG , MFAR57 , MFAR58 , MF4RB2 , MF4R53 MFAR05 , MF4R39 , MF4R60 , MF4R54 , MF4R06 , MF4R40 ,
MF4RA3 , MF4R45 , MF4RAS

Manganese MF4RAG , MF4R46 , MF4R57 , MFARB1 , MF4ARB2 , MF4R59 , MF4R39 , MF4R60 , MF4R06 , MFAR40 , MFARA3 , MFAR60D
MF4RA4 , MF4ARAS
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Region 6

DDTID 123021 SOW ISMO01.2

Matrix Spikes

Matrix Spikes

NGO09

The following Matrix Spike samples have percent recoveries in the range of 30-74% and there are no post-digestion spike samples performed. Detected
analytes with results greater than or equal to MDLs are qualified J-. Nondetected analytes are qualified UJ.

MF4R39, MF4R40, MF4R45, MF4R46, MF4R57, MF4R58, MF4R59, MF4AR60, MFARBO, MF4R53, MF4R54, MFARA3, MFARA4, MF4ARAS,
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Serial Dilution

Serial Dilution

NL032
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